Equipment

Serial No.: ARMH-0009
Firmware: 8326739 1.5
WinCE application: 8326738 2.9
Configuration: 8326737 3.10
Date: 03/17/2023
Time: 12:31:06
Parameter

min. blow time

min. breath volume for females of age 60+
min. breath volume for all other

min. blow flow

plateau detection limit

plateau detection start conc.

neg. flow detection (part. vacuum)
neg. flow detection sensitivy

cal. gas abort volume
result-to-zero limit
ambient air check limit

interference det. d-criterion limit abs.
interference det. d-criterion limit rel.
interference det. t-criterion limit abs.
interference det. t-criterion limit rel.

IR CO2 offset
IR H20 offset
EC H20 offset

Value-based EC aging comp. on/off (1/0)
Time-based EC aging comp. on/off (1/0)
Time-based EC aging comp. per month
Time-based EC aging comp. maximum

EC fatigue comp. max. sum
EC fatigue comp. factor
EC fatigue comp. minutes

mouth alc. mark limit

mouth alc. lower limit

mouth alc. slope

mouth alc. zero limit

mouth alc. max. neg. sum
mouth alc. max. 2nd derivative
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ALCOTEST 9510 CERTIFICATION REPORT - WET ADJUST (PART I)
Marlboro Township

Equipment
Inst. Model No.: ALCOTEST 9510 Serial No.: ARMH-0009
Firmware: 8326739 1.5 Config.: 8326737 3.10 WinCE: 8326738 2.9
Wet Adjust Record
Wet Adjust File No.: 109 Wet Adjust Date: 03/17/2023 Wet Adjust No.: 3
Wet Adjust Time: 13:58:27
Concentration: 0.100 %
Adjusting Unit: X-Cal 2000 Adj. Unit Ser. No..  ARND-0003 . Adj. Unit Exp.:  10/05/2023
Solution Lot No.: 21230 Soln. Bottle No.: 1399 Adjust Soln. Exp.: 06/23/2023
Preadjust Simulator Temp.: 34.00 degree C
Postadjust Simulator Temp.: 34.01 degree C
Result

Procedure completed successfully.

Coordinator
Last Name: Mimikos - First Name: Nicholas MI: E Badge No.: 7413

On this date, | certified the above instrument in accordance with the Alcotest 9510 operator training and
procedures established by the NJSP Office of Forensic Sciences.

'ﬂ’Z‘.EL' At e T 8

Signed: Date: 03/17/2023 ID: 3
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ALCOTEST 9510 CERTIFICATION REPORT - DRY ADJUST (PART II)
Marlboro Township

Equipment

Inst. Model No.: ALCOTEST 9510 Serial No.:

Firmware: 8326739 1.5 Config.:

Dry Adjust Record

Dry Adjust File No.: 110 Dry Adjust Date:
Dry Adjust Time:

Concentration: 0.100 %

Dry Gas Lot No.: 302-402448281  Adjust Gas Exp.:

Barom. Model No.: Mensor CPG2300 Barom. Serial No.:

Pre-adjust Amb. Pressure: 997 hPa

Result

Procedure completed successfully.

Coordinator
Last Name: Mimikos -

First Name: Nicholas

ARMH-0009

8326737 3.10 WinCE: 8326738 2.9

03/17/2023 Dry Adjust No.: 3

14:13:08

05/19/2025

41001275 Barom. Cert. Exp.:10/14/2023

Post-adjust Amb. Pressure: 997 hPa
MI: E Badge No.: 7413

On this date, | certified the above instrument in accordance with the Alcotest 9510 operator training and
procedures established by the NJSP Office of Forensic Sciences.

13RI s

Signed:

Date: 03/17/2023
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ALCOTEST 9510 CERTIFICATION REPORT - LINEARITY (PART III)

Marlboro Township

Equipment

Inst. Model No.: ALCOTEST 9510 Serial No.: ARMH-0009

Firmware: 8326739 1.5 Config.: 8326737 3.10 WinCE:

Linearity Record

Linearity File No.: 111 Lin. Date: 03/17/2023 Lin. No.:

0.040% Dry Gas Lot No.: 1486624 Adjust. Gas Exp.: 04/26/2024

0.080% Dry Gas Lot No.: 1346773 Adjust. Gas Exp.: 07/08/2023

0.160% Dry Gas Lot No.: 1523726 Adjust. Gas Exp.: 07/16/2024

0.300% Dry Gas Lot No.: 1511968 Adjust. Gas Exp.: 06/21/2024

Data Summary

Function Result Time Barometric Comment(s)

%BAC hh:mm:ss Pres. [hPa] or Status Code

Ambient Air Blank 0.000 14:20:36 *TEST PASSED*
Control .04 Test 1 EC 0.038 14:21:15 997 *TEST PASSED*
Control .04 Test 1 IR 0.039 14:21:15 997 *TEST PASSED*

Ambient Air Blank 0.000 14:22:21 *TEST PASSED*
Control .04 Test 2 EC 0.039 14:22:37 997 *TEST PASSED*
Control .04 Test 2 IR 0.039 14:22:37 997 *TEST PASSED*

Ambient Air Blank 0.000 14:23:58 *TEST PASSED*
Control .08 Test 3EC 0.078 14:24:35 997 *TEST PASSED*
Control .08 Test 3 IR 0.079 14:24:35 997 *TEST PASSED*

Ambient Air Blank 0.000 14:25:45 *TEST PASSED*
Control .08 Test 4 EC 0.079 14:26:01 997 *TEST PASSED*
Control .08 Test 4 IR 0.080 14:26:01 997 *TEST PASSED*

Ambient Air Blank 0.000 14:27:27 *TEST PASSED*
Control .16 Test 5 EC 0.156  14:28:05 997 *TEST PASSED*
Control .16 Test 5 IR 0.159 14:28:05 997 *TEST PASSED*

Ambient Air Blank 0.000 14:29:21 *TEST PASSED*
Control .16 Test 6 EC 0.157 14:29:37 997 *TEST PASSED*
Control .16 Test 6 IR 0.160 14:29:37 997 *TEST PASSED*

Ambient Air Blank 0.000 14:31:04 *TEST PASSED*
Control .30 Test 7 EC 0.289 14:31:38 997 *TEST PASSED*
Control .30 Test 7 IR 0.296 14:31:38 997 *TEST PASSED*

Ambient Air Blank 0.000 14:33:01 *TEST PASSED*
Control .30 Test 8 EC 0.292 14:33:13 997 *TEST PASSED*
Control .30 Test 8 IR 0.299 14:33:13 997 *TEST PASSED*

Ambient Air Blank 0.000 14:33:46 *TEST PASSED*

Result

All tests within acceptable tolerance.

Coordinator :

Last Name: Mimikos - First Name: Nicholas MI: E

Badge No.:

8326738 2.9

7413

On this date, | certified the above instrument in accordance with the Alcotest 9510 operator training and
procedures established by the NJSP Office of Forensic Sciences.

v s

Signed:

Date: 03/17/2023
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ALCOTEST 9510 CYLINDER INSTALLATION REPORT - INLET 1
Marlboro Townshi
SERIAL NUMBER: A -0009

Equipment

Inst. Model No.: ALCOTEST 9510 Serial No.: ARMH-0009

Firmware: 83267391.5 Config.: 8326737 3.10 WinCE: 8326738 2.9
Cyl1 Install File No.: 112 Cyl1 Install Date: 03/17/2023 Cyl1 Install No.: 2

Control Tests (0.100%)

Installation Inlet: #1 (Upper) Post test active Cyl.: #2 (Lower)

Dry Gas Lot No.: 302-402422318 Dry Gas Lot Exp.: 05/05/2025

Data Summary

Function Result Time Barometric Comment(s)
%BAC hh:mm:ss Pres. [hPa] or Status Code
Ambient Air Blank 0.000 14:36:36 *TEST PASSED*
Control Test 1 996 *TEST PASSED*
EC Result 0.098 14:37:23 *TEST PASSED*
IR Result 0.099 14:37:23 *TEST PASSED*
Ambient Air Blank 0.000 14:38:38 *TEST PASSED*
Control Test 2 996 *TEST PASSED*
EC Result 0.098 14:39:04 *TEST PASSED*
IR Result - 0.099 14:39:04 *TEST PASSED*
Ambient Air Blank 0.000 14:40:19 *TEST PASSED*
Control Test 3 996 *TEST PASSED*
EC Result 0.098 14:40:45 *TEST PASSED*
IR Result 0.099 14:40:45 *TEST PASSED*
Ambient Air Blank 0.000 14:41:17 *TEST PASSED*
Result

All tests within acceptable tolerance.

Coordinator
Last Name: Mimikos - First Name: Nicholas MI: E Badge No.: 7413

On this date, | certified the above instrument in accordance with the Alcotest 9510 operator training and
procedures established by the NJSP Office of Forensic Sciences.

PRI AAATG

Signed: Date: 03/17/2023 ID: 3

Page 1 of 1



ALCOTEST 9510 CYLINDER INSTALLATION REPORT - INLET 2
Marlboro Townshi
SERIAL NUMBER: A 0009

Equipment

Inst. Mode! No.: ALCOTEST 9510 Serial No.: ARMH-0009 :

Firmware: 8326739 1.5 Config.: 8326737 3.10 WinCE: 8326738 2.9
Cyl2 Install File No.: 29 Cy!2 Install Date: 06/21/2022 Cyl2 Install No.: 1

Control Tests (0.100%)

Installation Inlet: #2 (Lower) Post test active Cyl.: #1 (Upper)

Dry Gas Lot No.; 302-402396000 Dry Gas Lot Exp.: 03/21/2025
Data Summary

Function , Result Time Barometric Comment(s)
%BAC hh:mm:ss Pres. [hPal or Status Code
Ambient Air Blank 0.000 10:46:16 *TEST PASSED*
Control Test 1 1015 *TEST PASSED*
EC Result 0.097 10:47:05 *TEST PASSED*
IR Result 0.098 10:47:05 *TEST PASSED*
Ambient Air Blank 0.000 10:48:04 *TEST PASSED*
.Control Test 2 1015 *TEST PASSED*
EC Result 0.098 - 10:48:32 *TEST PASSED*
IR Result. 0.099 10:48:32 *TEST PASSED*
Ambient Air Blank 0.000 10:49:32 : *TEST PASSED*
Control Test 3 1015 *TEST PASSED*
EC Resuit 0.098 10:49:59 *TEST PASSED*
IRResult : 0.099 10:49:59 ' *TEST PASSED*
Ambient Air Blank 0.000 10:50:19 *TEST PASSED*
Result

All tests within acceptable tolerance.

Coordinator
Last Name: ALCOTT - First Name: KEVIN Mi:W  Badge No.: 6704

On this date, | certified the above instrument in accordance with the Alcotest 9510 operator training and
procedures established by the NJSP Office of Forensic Sciences.

%4" A é?ﬂf

Signed: | Date: 06/21/2022 ID: 1
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CERTIFICATE OF ANALYSIS
EBS - ETHANOL BREATH STANDARD

Sales order: 1110403957
DRAEGER NMEDICAL SYSTEMS INC. Date: May 16, 2022

METHOD OF ANALYSIS:  {R Breath Alcohol Analyzer
ANALYTICAL ACCURACY: +/-0.002 BrAC or +/-2% whichever is greater.
CALGAZ LOT#:.  302-402422318

ETHANOL IN NITROGEN Product Expiration: May 05, 2025
COMPONENT ‘ PPM ( BrAC)
ETHANOL 260.5PPM (0.100)
NITROGEN BAL
AVERAGE ANALYTICAL VALUE PPM ( BrAG)
ETHANOL 261.8 (0.100)

REFERENCE STANDARD ‘ CYLINDER CONGENTRATION PPM

N.M.l. TRACEABLE STANDARDS* ND38434 260.4

* CERTIFICATION TRACEABLE TO NATIONAL METROLOGY INSTITUTE TRACEABLE STANDARDS

TRACEABILITY

Preparation:

Gas mixtures manufactured with balances calibrated by an 1SO 17025 accredited company using NIST traceable
weights and meets or exceeds the requirements of NIST Handbook 44.

Calibration test 283190, 283189, 283188, or 283192 dated 6th January 2022 applies

Analytical:

Analytical Instruments Calibrated Using NMi Traceable Standards.

Certification Numbers; ND38434-20211028, A679, A650, ND38462-20211027, ND18363-2021 1104,
ND50144-20201218

No effecting environmental conditions during analysis.

*NMI Is recognized by NIST through the Mutual Recognition Agreement {CIPM MRA),
CALGAZ callbration devices were found to meet ali applicable requirements of the Natlonal Highway Traffic Safety Administration Model
Speclfications for caltbrating units for breath alcohol testers.

Manufactured Date: May 05, 2022

APPROVED BY: P

"We certify that all the cylinders for the Lot numbers Identified herin are ma@ured and (ested‘wiihln the requirements of CFR 49 part 178,85 and that physical
and chemlcal test reports are on file arld coples will be furnished upon requast.”

CALGAZ, a division of Airgas USALLC
821 Chesapeake Drive, Cambridge, MD 21613-0149
Phone; (410) 228-6400 Fax: (410) 228-4251



CERTIFICATE OF ANALYSIS
EBS - ETHANOL BREATH STANDARD

Sales order: 1109411181
NJSP DEPT of LAW and PUBLIC SAFETY Date: April 08, 2022

METHOD OF ANALYSIS:  |R Breath Alcohol Analyzer
ANALYTICAL ACCURACY: +/-0.002 BrAC or +/-2% whichever is greater.
CALGAZ LOT#: 302-402396000

ETHANOL IN NITROGEN Product Expiration; March 21, 2025
COMPONENT PPM (BrAC)
ETHANOL 260.5PPM (0.100)
NITROGEN ’ BAL
AVERAGE ANALYTICAL VALUE PPM . {BrAC)
ETHANOL 261.0 (0.100)

REFERENCE STANDARD CYLINDER V CONCENTRATION PPM

N.M.L. TRACEABLE STANDARDS* ND38434 .260.4

* CERTIFICATION TRACEABLE TO NATIONAL METROLOGY INSTITUTE TRACEABLE STANDARDS

TRACEABILITY

Preparation:

Gas mixtures manufactured with balances calibrated by an ISO 17025 accredited company using NIST traceable
weights and meets or exceeds the requirements of NIST Handbook 44. .

Calibration test 283190, 283189, 283188, or 283192 dated 6th January 2022 applies

Anaiytical:
Analytical Instruments Calibrated Using NMi Traceable Standards.

Certification Numbers: ND38434-20211028, A679, A650, ND38462-20211027, ND18363-20211104,

ND50144-20201218
No effecting environmental conditions during analysis.

*NWMI is recognized by NIST through the Mutual Recognition Agreement {CIPM MRA).
CALGAZ calibration devices were found to meet ali applicable requirements of the Nationat Highway Trafflc Safety Administration Model
Spacifications for calibrating units for breath aicohol festers, .

Manufactured Date; March 21, 2022

APPROVED BY: [ % :22

“We cenllfy that all the cylinders for the Lot numbers identified herin are manufactured and tested within the requirements of CFR 49 part 178.65 and that physical
and chemical test reports are on file and coples will be furnished upan request.”

CALGAZ, a division of Airgas USA LLC
821 Chesapeake Drive, Cambridge, MD 21613-0149
i Phone; (410) 228-6400 Fax: (410) 228-4251
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Alcotest 9510
CERTIFICATE OF ACCURACY

This is to certify that the Alcotest 9510 has been tested for accuracy and found to be in compliance
with the National Highway Traffic Safety Administration.Standard for evidential breath testing devices,
The Alcotest 9510 is compliant as a “mobile” and “nonmobile” EBT with 46 FR 48854, 49 FR 48864,
and 58 FR 48705. The manufacturer recommends accuracy verification of this instrument within
12 months of the calibration date below, or sooner, according to your state’s specifications.
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State of Nefo Jersey

OFFICE OF THE ATTORNEY GENERAL

PuiLip D, MURPHY DEPARTMENT OF LAW AND PUBLIC BAFETY GURBIR 5. GREWAL
Governar DIVISION OF STATE POLICE Attarney General
PosT OFRCE Box 068
SHEILA Y. OLIVER WesT TreNToN, NI 18628-0068 PATRICK J. CALLAHAN
Lt Governor {6081 582-2000 Cofonet

CERTIFICATION OF ANALYSIS
0.100 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOHOL SIMULATOR SOLUTION: Ethyl alcohol
concentration within, but not exceeding, the range of 0.1174 to 0.1246 grams per 100 milliliters of solution.

MANUFACTURER: Draeger, Inc. ANALYSIS DATE: 07/08/2021
BREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBER: 21230

Representative samples of the above-referenced Lot Number were tested by Gas Chromatography and found to have
‘a mean ethyl alcohol concentration range of 0.1200 to 0.1218 grams per 100 milliliters of solution.

This lot of breath alcohol simulator solution may be utilized as a known traceable standard for the purpose of
conducting periodic tests, pursuant to N.J.A.C. 13:51-4.3, of approved breath test instruments (N.J.A.C. 13:51-3.5)
utilized by law enforcement agencies in this State. The manufacturer’s expiration date for this lot of breath alcohol
simulator solution is June 23, 2023,

As Assistant Chief Forensic Scientist for the Division of State Police, T hereby certify and attest that the tests and
results documented in this Certificate of Analysis were performed at the Office of Forensic Sciences of the Division
of State Police on properly functioning and calibrated instruments and equipment. All procedures utilized are
accurate, objective, and performed on a routine basis by personnel within the Office of Forensic Sciences, in
accordance with their professional duties and responsibilities.

P Y &«wfw««,&f';}w )
Michael Kennedy

Assistant Chief Forensic Scientist
NISP Office of Forensic Sciences

0

KAREN E. STAHL
NOTARY PUBLIC OF NEW JERSEY
Commission # 60110622
Ky Gommission Expires 8/13/20M4

NG
: ?s{o ed before me this w\ﬁ day of * }M«W , 2021,
& ,x‘f
{

“An Interationally Avevedited Agency™

Nen Jersey Iy Au Fgund Opperaunise Emplayer
Prdined o Becrelodt Foper st Rosyelahte
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CERTIFICATE OF ANALYSIS
EBS - ETHANOL BREATH STANDARD

Sales order: 1111663404
NJSP DEPT OF LAW AND PUBLIC SAFETY Date: July 05, 2022

METHOD OF ANALYSIS:  [R Breath Alcohol Analyzer
ANALYTICAL ACCURACY:  +/-0.002 BrAC or +/-2% whichever is greater.
CALGAZ LOT#:  302-402448281

ETHANOL IN NITROGEN Product Expiration: May 19, 2025
COMPONENT PPM { BrAC)
ETHANOL 260.5PPM (0.100)
NITROGEN BAL
AVERAGE ANALYTICAL VALUE ~ PPM { BrAC)
ETHANOL 263.2 (0.101)

REFERENCE STANDARD ' CYLINDER CONCENTRATION PPM

N.M.I. TRACEABLE STANDARDS* ND38434 260.4

* CERTIFICATION TRACEABLE TO NATIONAL METROLOGY INSTITUTE TRACEABLE STANDARDS

TRACEABILITY

Preparation:

Gas mixtures manufactured with balances calibrated by an 1ISO 17025 accredifed company using NIST traceable
weights and meets or exceeds the requirements of NiST Handbook 44.

Calibration test 283180, 283189, 283188, or 283192 dated 6th January 2022 applies
Analytical:
Analytical instruments Calibrated Using NMI Traceable Standards.

Certification Numbers: ND38434-20211028, A679, A650, ND38462-20211027, ND18363-20211104,
ND50144-20201218
No effecting environmental conditions during analysis,

*NMI is recoghized by NIST through the Mutual Recognition Agreement (CIPM MRA).

CALGAZ calibration devices ware found to meet ali applicable requirements of the Natlonal Highway Trafflc Safety Administration Model
Specltications for calibrating units for breath alcohol testers,

Manufactured Date: May 19, 2022 2 2 9 CM
APPROVED BY: J

"We certify that all the cylinders for the Lot numbers [dentified herin are manufactured and lested within the requirements of CFR 49 part 178.65 and thal physlcai
and chemical test reports are on file and coples will be furnished upon request.”

CALGAZ, a division of Airgas USALLC
821 Chesapeake Drive, Cambridge, MD 21613-0149
Phone: (410) 228-6400 Fax: (410) 228-4251




ANALYSIS CERTIFICATION

METHOD OF PREPARATION : GRAVIMETRIC / PRESSURE TRANSFILLING
METHOD OF ANALYSIS : IR Breath Alcohol Analyzer

ACCURACY : + 0,002 BrAC or # 2% whichever is greater.

LOT NO, coMP, 1 COMP, 2 coMmp, 3 COoMP, 4 CoMP. 5 COMP. 6 Exp Date
& QTY, CZHSOH N,

TE B e M e M e ke e e e e e e e M M e ok b e b mm T T e PR b e e e e M b e ew Ae e A b S e be T W S Pe e b e e W A S b G el e e M M M M b A o e e T v e ew e ek e e me e A av e

1486624 (8) 104.2PPM
{0.040 BrAC) BALANCE 04/26/24
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TRACEABILITY
Preparation:
Gas mixtures manufactured with balances calibrated by an IS0 17025 -

accredited Company using NIST traceable weights and meets or exceeds
the requirements of NIST Handbook 44.

Calibration test 219908, 219911, 219909, or 219926 dated,
6th January 2021 applies.

WEIGHT SETS USED: Kit#80141, Test#3094344A, Kit#l06, 27, 103, 107, 113 ,22,
Test#VA-21-12587-L,F,T,P, Kit#IM1966, Test#VA-21-12587N, Kit#35, 104, 39,
105, 108, 109, 111 Test#VA-21-12587-1I.

No affecting environmental conditions during analysis,

CALGAZ calibration devices were found to mect all applicable requirements of the National Highway
Traffic Safety Administration Medel Specifications for calibrating units for breath alcohol testers.

REQUESTED BY : DRAEGER INC

CUSTOMER PURCHASE ORDER NUMBER : US44302368647

PACKING LIST NUMBER : 21272590

CERTIFICATION DATE : April 26Sﬁ 2(22;@\'
ANALYSIS BY : %’e’“\ w

Quality Representative

"We certify that all the cylindexs fox the Lot numbers identified herein are manufactured and tested within the requirements
of CFR 49 part 178.65 and that physical and chemieal test reports ave on file and copies will be furnished upon request.”

CALGAZ, a division of Airgas USA LLC
821 Chesapeake Drive, Cambridge, MD 21613-0149
Phone: (410)228-6400 Fax: (410)228-4251



ANALYSIS CERTIFICATION

METHOD OF PREPARATION : GRAVIMETRIC / PRESSURE TRANSFILLING
METHOD OF ANALYSIS : IR Breath Alcohol Analyzer

ACCURACY : 4 0.002 BrAC or + 2% whichever is greater.

LOT NO. COMP, 1 COMP., 2 COMP. 3 CoMP. 4 COMP. 5 COMP., 6 Exp Date
& QTY. 021{50!{ N,

1346773 (24) 208 .4PPM
(0.080 BrAC) BALANCE 07/08/23
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TRACEABILITY
Preparation:
Gas mixtures manufactured with balances calibrated by an ISO 17025

accredited Company using NIST traceable weights and meets ox exceeds
the requirements of NIST Handbook 44.

Calibration test 121088, 121097, 121091, or 121100 dated,
18th January 2019 applies.

WEIGHT SETS USED: Kit #92231, Test #2740564, Kit # 03610, Test # VA-19-1135

T3 Test # VA-19-11350B, T5 Test #VA-19-11350F, VA-19-11350E, VA-19-11350D,
IM1966 Test VA-18-11340H '

No affecting environmental conditions during analysis.

CALGAZ calibration devices were found to meet all applicable requirements of the National Highway
Traffic Safety Administration Model Specifications for calibrating units for breath alcohol testers,

REQUESTED BY : DRAEGER INC

CUSTOMER PURCHASE ORDER NUMBER : UH54302105642
PACKING LIST NUMBER : 16572762

CERTIFICATION DATE,: July 8,({20R0

ANALYSIS BY : Jm :

Quality Representative

"Wo certify that all the cylinders for the Lot numbers identified herein are manufactured and tested within the requirements
of CFR 49 part 178.65 and that physical aud chemlcal test veports are on file and coples will be furnished upon request.”

CALGAZ, a division of Airgas USA LLC
821 Chesapeake Drive, Cambridge, MD 21613-0149
Phone: (410)228-6400 Fax: (410)228-4251



CERTIFICATE OF ANALYSIS
EBS - ETHANOL BREATH STANDARD

REF#: 22053560
DRAEGER INC HOUSTON DOCH#: US44302425104

HOUSTON, TX 77085 CUST. ITEM #: 4401040
DATE: Jul. 16, 2021

METHOD OF ANALYSIS: IR Breath Alcohol Analyzer

ANALYTICAL ACCURACY: +/-0,002 BrAC or +/-2% whichever is greater,
CALGAZ LOT#: 1523726

ETHANOL IN NITROGEN PRODUCT EXPIRATION: Jul. 16, 2024
COMPONENT PPM { BxAC )
ETHANOL 416.8 {0.160)
NITROGEN BAL

REFERENCE STANDARD CYLINDER CONCENTRATION PPM

N.M,I, TRACEABLE STANDARDS* ND50144 260.6

* Certification traceability 1s recognized by NIST through the CIPM MRA.

TRACEABILITY
Preparation:
Gas wmixtures manufactured with balances calibrated by an IS0 17025 accredited

company using NIST traceable weights and meets or exceeds the requirements of
NIST Handbook 44.

Calibration test 219908, 219811, 219909, ox 219926 dated, 6th January 2021 applies.

Bnalytical:
Analytical Instruments Calibrated Using NMI Traceable Standards.
Certification Numbers: ND50144-20201218, A679, ND18363-20191203, A650

No affecting environmental conditions during analysis.

*NMI is recognized by NIST through the Mutual Recognition Agreemant (CIPM MRA), ]
CALGAZ calibration devices were found to meet all applicable requixements of the National Highway
Traffic Safaty Administration Model Specifications for calibrating units for breath alaechol testers,

MANUFACTURED DATE: Jul. 16, 2021 : CALGAZ CYLINDER SIZE: 6D

APPROVED BY é i/ig é; ;:522

“Ye certify that all the cylinders for the Lot numbers identified herein are manufactured and tested within the requirements
of CFR 49 part 178.65 and that physical and chemical test reports are on f£ile and coples will be furnished upon request."

CALGAZ, a division of Airxgas USA LLC
821 Chesapeake Drive, Cambridge, MD 21613-0149
Phone: (410)228-6400 Fax: (410)228-4251



CERTIFICATE OF ANALYSIS
EBS - ETHANOL BREATH STANDARD

REFf: 21775602
DRAEGER INC HOUSTON DOC#: 1US44302405855

HOUSTON, TX 77085 CUST. ITEM #: 4401042
DATE: Jun. 23, 2021

METHOD OF ANALYSIS: IR Breath Alc¢ohol Analyzer
ANALYTICAL ACCURACY: +/-0.002 BrAC or +/-2% whichever is greater,
CALGAZ LOT#: 1511968

ETHANOL IN NITROGEN PRODUCT EXPIRATION: Jun. 21, 2024
COMPONENT PpM ( BxAC )
ETHANOL 781.5 (0.300)
NITROGEN , BAL :

REFERENCE STANDARD : CYLINDER CONCENTRATION PPM

N.M.T. TRACEABLE STANDARDS* ND50144 260.6

* Certification traceabllity is recognized by NIST through the CIPM MRA.

TRACEABILITY
Preparation!

Gas mixtures manufactured with balances calibrated by an ISC 17025 accredited

company using NIST traceable weights and meets or exceeds the requirements of
NIST Handbook 44.

Calibration test 219908, 219911, 219909, or 219926 dated, 6th January 2021 applies.

Analytical:
Analytical Instruments Calibrated Using NMI Traceable Standards.
Certification Numbers: ND50144-20201218, A679, ND18363-20191203, A650

No affecting environmental conditions during analysis.

*NML is recognized by NIST through the Mutual Recognition Agreement {(CIPM MRA),

CALGAZ calibration devicea were found to meet all applicable requirements of the National Highway
Traffic Safety Administration Model Speocifications fox calibrating units for breath aloohol testers.

MANUFACTURED DATE: Jun., 21, 2021 . CALGAZ CYLINDER SIZE: 6D

APPROVED BY : %%

"We certify that all the cylinders for the Lot numbers identified hexein are manufactured and tested within tha requirements
of CFR 49 part 178,65 and that physical and chemical test reports axe on file and copies will be furnished upon request.®

CALGAZ, a division of Airgas USA LLC
821 Chesapeake Drive, Cambridge, MD 21613-0149
Phonea: (410)228-6400 Fax: (410)228~4251
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